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SECOND DRAFT of REGULATIONS
for
The Environmental Laboratory Accreditation Program (ELAP)

Development and posting of the draft ELAP regulations

In February 2004, a workgroup consisting of representatives from the
Environmental Laboratory Technical Advisory Committee, the broader commercial
laboratory community, the Department of Health Services Environmental Accreditation
Program (ELAP), and other State programs began meeting to draft a revision of
Chapter 19 in Title 22, which governs the certification of environmental laboratories.

A draft reflecting the workgroup’s efforts during six months of almost weekly
meetings was posted in August 2004. Many of the comments received were
incorporated into the most current draft below; others were not for a number of reasons.

Please note the following:

e The draft presumes that changes in the statutes supporting the ELAP program
will be made in 2005, to allow the program the flexibility to stay current with new
methodology and expanding regulatory requirements for accredited laboratories.

e The first 20 pages are the existing regulations; these are “struck” since they
would be repealed and replaced by the proposed regulations on pages 21-37.

The Department is posting this draft to obtain “unofficial” input from stakeholders.
“Unofficial” means that the Department is not required under law to respond (although
we may anyway) and that you will have an “official” opportunity at a later date.

The Department has set up two telephone meeting dates to provide you with an
opportunity to discuss the regulations, since interactive discussion can be very helpful in
understanding how the draft came to be written as it is and explain issues you may still
have with it. Two dates were set to try to ensure that everyone who wished to
participate would be able to do so; there is no need to attend both meetings, but you are
welcome to do so, if you wish. However, if you attend the first meeting, please do not
connect up at the 2" one until 10 minutes after the hour to allow others who may not
have been able to make the first meeting, to connect up first---thank you.

The dates and access information are as follows:
e December 8": 9:00 a.m. to noon.
e December 16'; 9:00 a.m. to noon.

Dial 510.970.7901 or 1.800.743.5850, follow the instructions and use the
access code 3333#.

NOTE: The telephone bridge for each meeting can carry up to 50 participants.

Please submit any comments you have, as well as any questions you
would like addressed during the teleconference, to amilea@dhs.ca.gov
by December 6, 2004.

Thank you for your interest in these regulations.

kkkkkkkkkkkkkkhkkhkkhkkkkkkkkhkkhkkhkkhkkhkkhhkhkkhkkhkkhkkhkkkkkkkkkkkkkkkkkkkkkkkkkkk

Draft ELAP regulation revisions
November 3, 2004 Page 1


mailto:amilea@dhs.ca.gov

*****************DRAFT***************

TITLE 22. Social Security
Division 4. Environmental Health
Chapter 19. Certification of Environmental Laboratories
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NOTE: Authority cited: Sections 208. 1011 and 1012, Health and Safety Code. Reference:
Sections 1010, 1014 and 1017, Health and Safety Code; Section 6254.7(d), Government Code; Sections
630 and 670, Vehicle Code; Section 21, Harbors and Navigation Code.
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NOTE: Authority cited: Sections 208, 1011 and 1012, Health and Safety Code; and Section
15376, Government Code. Reference: Section 15376, Government Code; and Sections 113, 1012, 1013,
1014 and 1015, Health and Safety Code.
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NOTE: Authority cited: Sections 100830, 100835(a) and 100860.1, Health and Safety Code.
Reference: Section 100825, Health and Safety Code.

NOTE: Authority cited: Sections 208, 1011 and 1012, Heath and Safety Code. Reference:
Sections 1015, 1018 and 1021, Health and Safety Code.

ARHCELE S5 PERFORMANCE EVALUATION-TESTING PROCESS————
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NOTE: Authority cited: Sections 208, 1011 and 1012, Heath and Safety Code. Reference:
Sections 1015, 1017 and 1019, Health and Safety Code.
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NOTE: Authority cited: Sections 208, 1011 and 1012, Heath and Safety Code. Reference:
Sections 1012, 1017 and 28503, Health and Safety Code; Section 12901, Title 22, California Code of
Regulations; Appendices I, II and III of Article 5 (commencing with Section 66261.100), Title 22,
California Code of Regulations.
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NOTE: Authority cited: Sections 208, 1011 and 1012, Heath and Safety Code. Reference:
Section 1012, Health and Safety Code; California Code of Regulations, Title 8; and Title 22, Division 4,
Chapter 30, California Code of Regulations.
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NOTE: Authority cited: Sections 208 and 1011, Health and Safety Code. Reference: Section
1012, Health and Safety Code.
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NOTE : Authority cited: Sections 208, 1011 and 1012, Health and Safety Code. Reference:
Section 1012, Health and Safety Code.
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NOTE: Authority cited: Sections 100275, 100830, 100835 and 116375, Health and Safety Code.
Reference: Sections 100825(b) and 100835, Health and Safety Code.

NOTE: Authority cited: Sections 208, 1011 and 1012, Health and Safety Code. Reference:
Sections 1011 and 1017, Health and Safety Code.
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NOTE: Authority cited: Sections 208 and 1011, Health and Safety Code. Reference: Sections 1012,
1013, 1015, 1017 and 1019, Health and Safety Code.

NOTE: Authority cited: Sections 208, 1011 and 1012, Health and Safety Code. Reference: Sections
1012 and 1013, Health and Safety Code; Section 6254.7(d), Government Code.
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NOTE: Authority cited: Sections 208, 1011 and 1012, Health and Safety Code. Reference:
Section 1014, Health and Safety Code.
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NOTE: Authority cited: Sections 100830, 100835(a) and 100862, Health and Safety Code.
Reference: Section 100825, Health and Safety Code.
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ARTICLE 1. DEFINITIONS.

§64801.05.
§64801.10.
§64801.07.
§64801.15.
§64801.20.
§64801.23.
§64801.25.
§64801.30.
§64801.35.
§64801.40.
§64801.45.
§64801.50.
§64801.55.
§64801.60.
§64801.65.
§64801.70.
§64801.75.
§64801.80.
§64801.85.

Acceptable Results.

Analytical Specialist.

Analyte Group.

California Analyte.

Deficiency.

Demonstration of Technical Capability.
Designated Analyte.

ELAP.

Environmental Sample.

Facilities.

Field of Accreditation or FoA.
Interim Certificate.

Laboratory Director.

Not Acceptable.

Owner.

Owner’s Agent or Agents of Owners.
State Regulatory Program.

Test Method.

Unit of Accreditation or UoA.

ARTICLE 2. Accreditation Process for ELAP and NELAP.
§64803. Basic Accreditation Requirements for ELAP and NELAP.
§64804. Application for ELAP and NELAP Certificates.

§64805. Accreditation Fees for ELAP and NELAP Certificates.
§64806. Fields of Accreditation (FoAs).

ARTICLE 3. NELAP Accreditation Requirements.
§64807. Requirements for NELAP Certificates.

ARTICLE 4. ELAP Accreditation Requirements.
§64808. Proficiency Testing (PT) Studies.
§64809. On-Site Assessment.
§64810. Reciprocity Agreement.
§64811. Change of Laboratory Ownership.

§68412.
§64813.
§64814.
§64815.
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Laboratory and Equipment.

Quality Assurance.

Laboratory Personnel.

Notification, Reporting, and Records Retention.

ARTICLE 1. DEFINITIONS.

§64801.0S.

Acceptable Results.

“Acceptable Results” means proficiency testing (PT) study findings that the PT study provider or

ELAP has determined meet acceptance criteria specified for the study undertaken.
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§64801.07. Analyte Group.
“Analyte group” means some or all of the chemicals or substances that can be analyzed by a
single analytical method for which a laboratory is seeking accreditation.

§64801.10. Analytical Specialist.

"Analytical Specialist" means a person who either supervises the activities of others in, or is
otherwise responsible for the results produced by, the analysis of environmental samples using
sophisticated laboratory instruments, such as gas chromatograph/mass spectrometers (GC/MS),
inductively coupled plasma atomic emission spectrometers (ICP-AES), inductively coupled
plasma mass spectrometers (ICP-MS), liquid chromatograph/mass spectrometers (LC-MS),
atomic absorption spectrophotometers (AA), gas chromatographs (GC), alpha particle or gamma
ray spectrophotometer, electron microscopes (EM), polarized light microscope (PLM), high
performance liquid chromatographs (HPLC), ion chromatography (IC), or liquid scintillation
counter (LSC), or bioassay testing.

§64801.15. California Analyte.
“California analyte” means a chemical or substance for which monitoring is required by a State
regulatory program, but may not be by any federal government program.

§64801.20. Deficiency.
“Deficiency” mean a deviation from test method procedures or practices that has not been
authorized by ELAP.

§64801.23. Demonstration of Technical Capability.
“Demonstration of technical capability” means a document that provides to ELAP the
information necessary to determine whether a laboratory has the capability to conduct the
analysis for a specific UoA, including:
(a) Documentation that the laboratory has the necessary equipment/instrumentation;
(b) Documentation describing the laboratory’s operating procedures to ensure conformance
with the analytical method(s);
(c) Four replicates analysis of quality control samples, as follows:
(1) Samples obtained or prepared from a different source than the initial calibration
standards;
(2) An evaluation of accuracy (mean) and precision (standard deviation); and
(3) Quality control sample concentration as specified in the method or, if unspecified,
approximately ten times the laboratory-calculated MDL;
(d) Method detection limit study according to 40 CFR Part 136, Appendix B (if required by
the method); and
(e) Initial calibration results (if required by the method).

§64801.25. Designated Analyte.

“Designated analyte” means a substance that can occur in the materials regulated by a State
regulatory program that requires the analysis of environmental samples by accredited
laboratories.
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§64801.30. ELAP.
“ELAP” means the California Environmental Laboratory Accreditation Program.

§64801.35. Environmental Sample.
“Environmental sample” means a collected volume of potable or not-potable surface or ground
water, soil, sediment, hazardous waste, or any other material analyzed for a State regulatory

program.

§64801.40. Facilities.

“Facilities” means fixed or portable building(s), including storage areas, that contain the
analytical and ancillary operating equipment, supplies and space necessary to perform the
analyses in the FoAs for which a laboratory is accredited.

§64801.45. Field of Accreditation or FoA.
“Field of Accreditation” or “FoA” means a group of UoAs.

§64801.50. Interim Certificate.

“Interim certificate” means a temporary certificate of accreditation listing UoAs that a laboratory
has requested be added to its existing certificate, that allows the laboratory to report analyses for
regulatory purposes for the additional UoAs.

§64801.55. Laboratory Director.

“Laboratory director” means the laboratory staff person who is responsible for actual day-to-day
supervision of all technical, analytical and data reporting operations in the laboratory for the
fields of accreditation listed on the laboratory’s certificate.

64801.60. Not Acceptable.
“Not Acceptable” means that the PT study provider or ELAP has determined that the PT study
findings do not meet acceptance criteria specified for the study undertaken.

§64801.65. Owner.

“Owner” means any person who is a sole proprietor of a laboratory, or any person who holds a
partnership interest in a laboratory, or 5% (five percent) or more shareholder in a corporation
which owns a laboratory.

§64801.70. Owner’s Agent or Agents of Owners or Officer.

“Owner's agent” or “agents of owners” or “officer”, means those persons who have been
designated by the Owner(s) of the laboratory to act in its behalf for purposes of complying with
this chapter or the statutes under which this chapter has been adopted.

§64801.75. State Regulatory Program.

“State regulatory program” means a program that requires the analysis of environmental samples
that has been established under regulatory and/or statutory requirements by the State Water
Resources Control Board (SWRCB), Regional Water Quality Control Boards (RWQCBs), the
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Department of Toxic Substances Control (DTSC), the California Environmental Protection
Agency (Cal/EPA), the Department of Health Services (DHS), the Department of Food and
Agriculture (DFA), or any successor agencies.

§64801.80. Test Method.

“Test method” means an analytical testing technique or procedure that a State regulatory
program requires to be used to determine the level of a designated analyte in an environmental
sample for the purposes of assessing compliance with its statutes, regulations and/or permits.

§64801.85. Unit of Accreditation or UoA.

“Unit of accreditation” or “UoA” means a specific combination of: (a) for ELAP accreditation, a
State regulatory program, or for NELAP accreditation, a matrix, (b) a test method or technology,
and (c) a designated analyte or analyte group for which accreditation may be obtained.

ARTICLE 2. Accreditation Process for ELAP and NELAP.
§64803. Basic Accreditation Requirements for ELAP and NELAP.

(a) To obtain a certificate of accreditation (certificate), a laboratory shall meet the following
requirements:

(1) Submit an application, pursuant to Section 64804

(2) Except for interim and reciprocal certificates, complete an on-site assessment,
pursuant to Section 64808 for ELAP accreditation or NELAC Standards for NELAP
accreditation;

(3) Achieve Acceptable Results in the required proficiency testing studies (PT studies)
pursuant to Section 64808 for ELAP accreditation or NELAC Standards for NELAP
accreditation; and

(4) Pay the required fees pursuant to Section 64805.

(b) The period of the certificate shall be based on the anniversary of the initial certificate of
accreditation and shall be as follows:
(1) For an ELAP certificate, two years;
(2) For a NELAP certificate, one year, and
(3) For an amended ELAP or NELAP certificate, the time remaining on the certificate
from the date it was amended.

(c) To renew a certificate, at least ninety days prior to its expiration date, a laboratory shall
submit a renewal application pursuant to Section 64804(a).

(1) A renewal application submitted prior to the expiration date, but less than 90 days
prior to that date, shall be subject to a late fee of $300 in addition to the accreditation fee.

(2) If it does not submit its renewal application by the certificate expiration date, as of
that date, the laboratory shall cease all reporting of analytical work for regulatory purposes until
it has been notified in writing that its application has been received by ELAP. When it submits
its renewal application, the laboratory shall pay a penalty in addition to its accreditation and late
fees as follows:

(A) 10% of its accreditation fee, if application submitted within 30 days after the
expiration date;
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(B) 25% of its accreditation fee, if application submitted 31 to 60 days after the
expiration date; or

(C) 50% of its accreditation fee, if application submitted 61 to 90 days after the
expiration date.

(3) If a laboratory fails to submit its renewal application by 90 days after its certificate
expiration date, the certificate shall not be renewable. To obtain a certificate, the laboratory shall
be required to apply as for an initial certificate, pursuant to Subsection (a).

(4) A laboratory that has submitted a renewal application shall be subject to an on-site
assessment within six months after being notified by ELAP of the requirement for the
assessment. If the assessment is not completed within this time period and the delay is not due to
ELAP error or procedure, the laboratory’s certificate shall be subject to revocation.

§64804. Application for ELAP and NELAP Certificates.
(a) To apply for an initial, renewed, or amended ELAP or NELAP certificate, a laboratory
shall submit an application to ELAP that includes the following:
(1) Details on the laboratory’s type, location, contact information and ownership;
(2) Qualifications of personnel, addressing the requirements in Section 64812:
(A) For an EL AP certificate, Laboratory Director and Analytical Specialist(s); or
(B) For a NELAP certificate, Technical Director and Quality Assurance Officer;
(3) FoA(s) and/or UoA(s) for which accreditation is being requested;
(4) Quality assurance manual pursuant to Section 64813 for ELAP accreditation and
NELAC Standards for NELAP accreditation;
(5) Fees, pursuant to Section 64805 and, for renewals, Subsection 64803(¢c); and
(6) Signature of the Laboratory Owner, owner’s agent, or officer, and date signed.

(b) A laboratory may submit a written request at any time for an interim certificate, if it is an
accredited laboratory that is applying for an amended certificate to add UoAs and wishes to
report analyses for regulatory purposes for the new UoAs while its amendment application is
being processed. A laboratory shall not submit a request for an interim certificate for a
microbiological test procedure, unless it is already accredited for one or more equivalent
microbiological methods.

(1) Prior to the laboratory’s conducting and/or reporting any analytical work for
regulatory purposes, Acceptable Results for PT studies for the UoAs in the application shall be
received by ELAP and an interim certificate issued.

(2) The interim certificate shall be valid until:

(A) A site visit has been completed and an amended certificate issued; or
(B) An amended certificate has been issued based on ELAP’s review of an
equivalent demonstration of technical capability by the laboratory for the UoAs on its

application.

(C) ELAP notifies the laboratory that the interim certificate has expired due to
failure to meet either of the requirements in (b)(2)(A) or (B) or at the end of one year from its
1ssue date, whichever comes first.

(c) To remove one or more UoAs or FoAs from its certificate:
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(1) In between renewals, the laboratory shall submit a written request to ELAP and
receive an amended certificate.

(2) At the time of renewal, the laboratory shall indicate the requested changes on its
renewal application.

§64805. Accreditation Fees for ELAP and NELAP Certificates.
(a) Fees for ELAP accreditation shall be paid as follows:
(1) An administrative fee of $1250 with the submittal of an application for initial,
renewed, or reinstated accreditation, and annually thereafter;
(2) An FoA fee determined as follows with the submittal of an application for initial,
amended, renewed, or reinstated accreditation, and annually thereafter:
(A) $500 each for FoAs 102, 109, 115, and 119;
(B) $750 each for FoAs 101, 103, 105,107, 108, 110, 112, 113,116, 118, 120, 121,

122, and 123; and
(C)$1100 each for FoAs 104, 106, 111, 114, 117, and 124.

(3) Except for UoAs in FoA 119, a UoA fee of $5 for each UoA (single analyte) listed
on the application for initial, amended, renewed, or reinstated accreditation, and annually
thereafter. If a laboratory seeks accreditation for an analyte group by a single method, the UoA
fee for that analyte group shall be $5 for each chemical or substance in the group up to a
maximum of $400.

(b) Fees for NELAP accreditation shall be paid as follows:
(1) An administrative fee of $3000 with the submittal of an application for initial,
renewed, or reinstated accreditation, and annually thereafter;
(2) An FoA fee determined as follows with the submittal of an application for initial,
amended, renewed, or reinstated accreditation, and annually thereafter:
(A) $750 each for FoAs 102, 109, 115, and 119;
(B) $1000 each for FoAs 101, 103, 105,108, 110, 112, 113, 116, 118, 120, and

121; and
(C) $1200 each for FoAs 104, 106, 111, 114, and 117.

(3) Except for UoAs in FoA 119, a UoA fee of $5 for each UoA (single analyte) listed
on the application for initial, amended, renewed, or reinstated accreditation, and annually
thereafter. If a laboratory seeks accreditation for an analyte group by a single method, the UoA
fee for that analyte group shall be $5 for each chemical or substance in the group up to a
maximum of $400.

(c) When the new owner of a laboratory that has changed ownership requests to retain the
ELAP or NELAP certificate, it shall submit FoA fees pursuant to Section 64805 for the FoAs on
the certificate.

(d) A laboratory that has, or is applying for, both ELAP and NELAP accreditation shall pay
only one administrative fee, i.e., the NELAP fee specified in Paragraph (b)(1).

§64806. Fields of Accreditation (FoAs).
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Pursuant to Subsection 64804(a)(3), a laboratory shall specify the individual units of
accreditation (UoAs) within the Fields of Accreditation (FoAs) in Table 64806-A.

Table 64806-A
Fields of Accreditation

FoA # FoA Names

Regulatory Program Description
101 DHS Microbiology
102 DHS General Physical and Inorganic Tests
103 DHS Spectroscopy and Ion Chromatography
104 DHS Liquid and Gas Chromatography
105 DHS Radiochemical Techniques
106 DHS Microscopy
107 DHS Microbiology of Shellfish

108 SWRCB/RWQCB Microbiology

109 SWRCB/RWQCB General Physical and Inorganic Tests
110 SWRCB/RWQCB Spectroscopy and Ion Chromatography
111 SWRCB/RWQCB Liquid and Gas Chromatography

112 SWRCB/RWQCB Radiochemical Techniques

113 SWRCB/RWQCB Agquatic Toxicity Bioassay

114 SWRCB/RWQCB Microscopy

115 DTSC General Physical and Inorganic Tests

116 DTSC Spectroscopy and Ion Chromatography

117 DTSC Liquid and Gas Chromatography

118 DTSC Radiochemical Techniques

119 DTSC Sample Preparation Techniques (aqueous phase only or
aqueous/solid phases)

120 DTSC Microscopy

121 DTSC Agquatic Toxicity Bioassay

122 CDFA Environmental Microbiology of Food

123 CDFA Spectroscopy and Ion Chromatography

124 CDFA Liquid and Gas Chromatography

ARTICLE 3. NELAP Accreditation Requirements.
§64807. Requirements for NELAP Certificates.
Unless otherwise specified in this Chapter, a laboratory applying for NELAP accreditation shall
comply with the NELAC Standards.

ARTICLE 4. ELAP Accreditation Requirements.
§64808. Proficiency Testing (PT) Studies.

(a) If a PT study that meets the requirements in Subsection (¢) is available, to obtain an
initial or amended EL AP certificate, each laboratory shall achieve Acceptable Results for at least
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one PT study for each UoA on its application within three months prior to, or subsequent to, the
Department’s receipt of the laboratory’s application.

(1) With the exception of UoAs in FoAs 119, 122, 123, and 124, each laboratory shall
conduct up to a maximum of two PT studies for each UoA;

(2) If it does not achieve Acceptable Results in the first PT study for a UoA, the
laboratory shall conduct a second study within the same calendar year and achieve Acceptable
Results; and

(3) If it does not achieve Acceptable Results in either of the two PT studies for a UoA.,
the laboratory shall not be accredited for that UoA.

(b) To maintain accreditation, each laboratory shall:
(1) Each calendar year, achieve Acceptable Results in a PT study for each UoA for
which it is accredited, as follows:
(A) If the results for the first PT study for a UoA are Not Acceptable, the laboratory

shall:
1. Within 30 days of receipt of the evaluation report from the PT study
provider, take corrective action(s), and maintain records of such actions; and
2. Conduct a second PT study before the end of the calendar year.
(B) If the results for both PT studies for a UoA are Not Acceptable, the laboratory

shall:

1. Have its accreditation for that UoA suspended on receipt of written
notification from ELAP;

2. Cease all analytical work for regulatory purposes for that UoA upon receipt
of the “Not Acceptable” results;

3. Conduct two sets of PT studies for the UoA; and

4. Have its accreditation reinstated upon receipt of Acceptable Results for both
PT studies, or if either or both sets of PT study results are Not Acceptable, apply for an amended
certificate pursuant to Section 64804(a).

(c) Each laboratory shall conduct PT studies as follows:

(1) Except for UoAs in FoAs 122, 123, and 124, using PT samples that:

(A) Meet the design, execution, and reporting requirements in the NELAC
Standards; and

(B) Have been obtained from a provider designated by ELAP, based on a
demonstration that the provider meets the requirements contained in the NELAC Standards,
and/or has been accredited by a NELAC-designated Proficiency Testing Oversight
Body/Proficiency Testing Provider Accreditor (PTOB/PTPA).

(2) For toxicity bioassay PT studies for any FoA, using PT samples prepared and scored
pursuant to the “National Standards for Water Proficiency Testing Studies, Criteria Document,
Toxicity Studies”, Part 3, January 31, 2001.

(3) For UoAs in FoAs 122, 123, and 124, using PT samples approved by ELAP in
conjunction with the California Department of Food and Agriculture.

(4) For UoAs in FoAs 101 and 108, using PT samples approved by ELAP in conjunction
with the Federal Food and Drug Administration.
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(e) A laboratory conducting PT studies for UoAs in FoAs 115 through 118, shall conduct PT
studies that match their accreditation by phase, as follows:
(1) For aqueous phase, by analyzing a liquid PT sample; or
(2) For aqueous/solid phase, by analyzing a solid phase PT sample.

(f) A laboratory conducting PT studies for UoAs in FoAs 122, 123. and 124 shall complete
all PT studies provided by ELAP up to four studies, if available, within twelve months from the
date of receipt by the laboratory and achieve Acceptable Results in a minimum of two.

(g) For a California analyte for which there is no PT study available that meets the requirements
in Subsection (c), a laboratory shall conduct a PT study that has been provided to it by ELAP,
along with the acceptance criteria for the study. The criteria will have been based on the
Environmental Laboratory Technical Advisory Committee recommendations.

(g) If a laboratory has a financial interest, familial relationship, or contractual agreement for
consultation with the provider of a PT study., the results from that study shall not be used to meet
the PT study requirements for accreditation.

§64809. On-Site Assessment.

(a) Each laboratory shall be subject to an on-site assessment to obtain its initial certificate
and every two years thereafter by ELAP to verify the information submitted with its ELAP
certificate application pursuant to Section 64803(a), including compliance with requirements in:

(1) Methods used for each UoA for which the laboratory seeks accreditation;
(2) Section 64812 (Laboratory and Equipment);

(3) Section 64813 (Quality Assurance); and

(4) Section 64814 (Personnel)

(b) Within 30 days of the on-site assessment, the laboratory will receive a notice of
deficiencies related to compliance with Subsection(a) from ELAP.

(1) Within 30 days of receipt of the deficiencies notice from ELAP, the laboratory shall
submit a corrective action report to ELAP that details how each identified deficiency has been
investigated and corrections initiated and/or completed; the laboratory will be notified within 30
days whether the corrective action report demonstrates the corrections;

(2) If the laboratory is notified by ELAP that the corrective action report does not
adequately address the identified deficiencies, the laboratory shall have an additional 30 days
from its receipt of the notification to submit a revised corrective action report; if the revised
report still does not demonstrate the required corrections, accreditation shall be denied or
revoked for any UoAs affected by failure to take corrective action

(3) Prior to the deadline for report submission, a laboratory may request in writing that
ELAP allow additional time to complete the report. The laboratory will be notified within 10
days of ELAP’s receipt of such a request whether the extension has been approved, based on an
evaluation of the reasons provided by the laboratory.

§64810. Reciprocity Agreement.
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(a) Another State or federal agency's environmental laboratory accreditation program shall
be recognized for the purposes of reciprocity if the program’s requirements related to proficiency
testing, on-site assessments, quality assurance, laboratory facilities and equipment, test methods,
and personnel are at least as stringent as the ELAP accreditation requirements in this chapter.

(b) Where reciprocity exists, each laboratory seeking accreditation shall submit:

(1) An application pursuant to Section 64804(a);

(2) Copies of the PT study results from the most recent study conducted by the
laboratory for the other program;

(3) Copies of the most recent on-site assessment report prepared by the other program
and the laboratory's response to any deficiencies noted;

(4) Fees pursuant to Section 64805; and

(5) A copy of the certificate, license, permit, or authorization to operate as an
environmental laboratory issued to the laboratory by the other program.

(c) When a reciprocity agreement exists between the Department and another state, only
those laboratories that reside within the boundaries of the other State shall be eligible for
accreditation through reciprocity.

(d) If a laboratory that is accredited through reciprocity has its certificate suspended or
revoked by the other State or federal agency's environmental laboratory accreditation program, it
shall notify ELAP within 10 days of the suspension or revocation and its ELAP certificate shall
be suspended or revoked as of the effective date of the action taken by the other program.

(e) If a reciprocity agreement with another state or federal agency is revoked, any certificate
1ssued by ELAP to an affected laboratories shall be valid until the certificate expiration date.

(f) When ELAP conducts a site assessment for an out-of-state laboratory accredited, the
laboratory shall reimburse ELAP for all per diem and travel expenses incurred.

§64811. Change of Laboratory Ownership.

(a) To apply to operate under the laboratory’s existing ELAP certificate until its expiration
date and to temporarily operate while the application is being processed, within thirty days of the
effective date of the laboratory ownership change, the new owner shall submit a written request
to ELAP to retain the certificate, be subject to an on-site assessment, pursuant to Section 64808,
and provide the following in writing to ELAP, as a minimum:

(1) Name(s) of the new owner(s);

(2) Effective date of the change of ownership;

(3) Names of all Analytical Specialists who quit, or were terminated and replaced as of
the effective date of the ownership change; and the names of all Analytical Specialists hired as
replacements.

(4) Qualifications of personnel, addressing the requirements in Section 64814 for
laboratory director and analytical specialist;
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(5) Statement that the new owner will operate pursuant to the laboratory’s existing
certificate and will not change any of the following without requesting and obtaining written
approval from ELAP:

(A) laboratory location,
(B) equipment
(C) methodology
(D) quality assurance practices
(6) Statement that the new owner will retain all records and data of analyses performed
by the previous owner for a minimum of five (5) years.
(7) Signature of one or more of the new owner(s), or their agents.

(b) The laboratory under new ownership shall have its certificate revoked as of the effective
date of the ownership change if:
(1) It does not comply with the requirements in Subsection (a);
(2) If the new owner relocates the laboratory without ELAP approval; or
(3) If more than half the laboratory’s technical staff either quit or are terminated and
replaced by the new owner upon assuming ownership.

(¢) The laboratory under new ownership shall be subject to having its certificate revoked
upon ELAP notification if an on-site assessment indicates inconsistencies with the information
provided pursuant to Subsection (a);

§68412. Laboratory and Equipment.
A laboratory shall be arranged and operated so that:

(a) Utilities are maintained to allow the laboratory equipment to function and produce
analyses for each UoA for which the laboratory is accredited;

(b) Ventilation and environmental control are maintained to ensure that analytical results do
not exceed quality control limits as specified in the approved test methods or in the laboratory's
quality assurance manual; and

(¢) The potential for sample contamination is minimized.

§64813. Quality Assurance.
(a) To obtain and maintain ELAP accreditation, each laboratory shall

(1) Implement a quality assurance program for all UoAs for which it seeks, or is
maintaining, accreditation;

(2) Prepare a quality assurance manual documenting the elements of its quality assurance
program;

(3) On request, provide documentation to ELAP that demonstrates compliance with the
quality assurance program for each UoA for which it seeks, or is maintaining, accreditation.

(b) As a minimum, the laboratory’s quality assurance manual shall include the following:
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(1) Standard Operating Procedures (SOPs) for all UoAs, including a description of the
steps used for the analysis, as well as the following:
(A) Instruments:

(B) Standards;
(C) Reagents;

(D) Calibration Procedures; and
(E) Quality Control procedures as found in the analytical method or described in
Section 64813(f) and (g)
(2) Procedures for the following:
(A) Sample receipt, storage, tracking, and disposal;
(B) Records retention, storage, and disposal;
(C) Instrument maintenance;
(D) Recording the preparation of calibration standards, reagents, media, calibration
check solutions, quality control samples, and other relevant materials;
(E) Corrective actions when quality control requirements are not met;
(3) For each staffperson;

1. Job description;

2. For each analytical specialist, training record and/or description of
experience demonstrating capability to analyze each UoA for which the analyst is responsible;
this may include classes, acceptable results from performance testing sample analysis, and
completion of a Demonstration of Technical Capability.

(c) In addition to the requirements in Subsection (b), the quality assurance manual for a

laboratory with 10 or more employees shall include the following:

(1) Organization and management structure of the laboratory, including the technical
director, quality assurance officer, supervisors, and the laboratory's approved signatories; and

(2) Data integrity procedures signed and dated by senior laboratory management that
include, as a minimum: Data integrity training; signed data integrity documentation for all
employees; in-depth, periodic monitoring of data integrity; and data integrity procedure
documentation;

(d) Prior to accepting and instituting a test method, and at any time that there is a change in
the type of instrument, personnel or method, the laboratory shall perform a demonstration of
technical capability and maintain records for ELAP review on request.

(e) Each laboratory accredited for UoAs in FoAs 101 — 106 shall demonstrate compliance
with the requirements in the Manual for the Certification of Laboratories Analyzing Drinking
Water (EPA 815-B-97-001) (Chapter IV-Chemistry; Chapter V Microbiology: Chapter VI-
Radiochemistry). If a regulation has established more stringent requirements for any of these
UoAs, the laboratory shall demonstrate compliance with those requirements.”

(f) Each laboratory shall maintain up-to-date records for every technical staffperson and
contracted personnel documenting that each:
(1) Reads annually, understands, and uses the laboratory’s most current quality
assurance procedures that pertain to his/her responsibilities;
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(2) Has been trained at least annually in the procedures: and
(3) Has been annually reviewed for a demonstration of capability.

(g) If an analytical method does not have quality control procedures, a laboratory shall use
the following:

(1) For UoAs in FoAs 101, 107, and 108, Standard Methods for the Examination of
Water and Wastewater, 20th edition (1998). or Standard Methods Online (), April 2004;
www.standardmethods.org, Sections 9020, 9030, 9040, and 9050. For UoAs in FoA 101,
Section 9060 B is also required;

(2) For UoAs in FoA 102 and 109, Standard Methods for the Examination of Water and
Wastewater, 20th edition (1998), or Standard Methods Online (),April
2004.www.standardmethods.org, Sections 2020 for general physical and aggregate property
tests, 3020 for non-spectroscopy method for elements, 4020 non-ion chromatography methods
for inorganic analytes, and 5020 for non-specific organic substances;

(3) For UoAs in FoA 103 and 110, Standard Methods for the Examination of Water and
Wastewater, 20th edition (1998), or Standard Methods Online (), April 2004;
www.standardmethods.org, Section 3020 for spectroscopy methods and 4020 for ion
chromatography methods.

(4) For UoAs in FoA 104 and 111, Standard Methods for the Examination of Water and
Wastewater, 20th edition (1998), or Standard Methods Online (), April 2004;
www.standardmethods.org, Section 6020.

(5) For UoAs in FoA 105 and 112, Standard Methods for the Examination of Water and
Wastewater20th edition (1998), or Standard Methods Online (), April 2004;
www.standardmethods.org, Section 7020.

(6) For UoAs in FoA 113, Standard Methods for the Examination of Water and
Wastewater, 20th edition (1998), or Standard Methods Online (), April 2004,
www.standardmethods.org, Section 8010 and 8020.

(7) For UoAs in FoAs 115 through 121, Test Methods for Evaluating Solid Waste,
Physical/Chemical Methods, (SW-846) U.S.E.P.A., third edition; and

(8) For UoAs in FoAs 122 through 124, the quality control procedures specified by the
Department of Food and Agriculture, on the basis of the intended use of the analytical data.

§64814. Laboratory Personnel.
(a) Each laboratory shall designate a laboratory director. Except as provided in Subsections
(c) and/or (d), the laboratory director shall have as a minimum:
(1) A baccalaureate degree in chemistry, biochemistry, biology, microbiology,
environmental, sanitary or chemical engineering, natural or physical science; and
(2) Three years experience in the analysis of chemical and microbiological samples,
prior to being designated laboratory director, subject to the following allowances:

(A) A master's degree in chemistry, biochemistry, biology, microbiology,
environmental, sanitary or chemical engineering, natural or physical science may be substituted
for one year of the required experience.

(B) A doctorate in chemistry, biochemistry, environmental, sanitary or chemical
engineering, biology, microbiology, natural or physical science may be substituted for two years
of the required experience.
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(b) Except as provided in Subsections (¢) and/or (d), prior to being designated an analytical
specialist, a person shall have as a minimum a baccalaureate degree in chemistry, biochemistry,
biology, microbiology, environmental, sanitary or chemical engineering, natural or physical
science; and, if working for the laboratory, be under the supervision of a laboratory director or
analytical specialist; and have:

(1) A certification of completion for a course taught by the manufacturer of the
sophisticated laboratory instrument which is being used or supervised by the analytical specialist;
or

(2) Six months experience operating a sophisticated laboratory instrument to analyze
water, wastewater, solid waste, hazardous waste or other environmental samples, or food.

(c) In lieu of meeting the requirements specified in Subsections (a) or (b), a laboratory
director or analytical specialist(s) employed by a laboratory owned by a public drinking water or
wastewater utility shall have and Analyst/Water Quality Analyst Certificate from the California
Water Environment Association (CWEA) or the California-Nevada Section of the American
Water Works Association (CA-NV/AWWA), pursuant to Table 64814, as follows:

(1) A laboratory director shall have the highest certificate grade required for the
performance of any FoA for which the laboratory is accredited.

(2) An analytical specialist shall have the certificate grade required for the FoA(s) and
UoAs for which the analytical specialist conducts, analyses, or supervises others conducting
analyses for the laboratory.

Table 64814
Minimum Personnel Certification
Fields of Accreditation Minimum UoAs Allowed
(FoAs) Certificate
Grade

101, 108 I All
102, 109 1 Alkalinity, Hardness, Total Filterable Residue,

Conductivity, Chloride
109 a Acidity, BOD, COD, Chlorine Residual, DO, pH, Turbidity,

Residues
102, 109 111 All
103,110 11 All, except those using ICP-MS
104, 111 11 All, except those using GC-MS or LC-MS
103, 104,105, 110, v All
111,112,113

(d) The following shall be exempt from meeting Subsections (a), (b) and (c): A laboratory
director or analytical specialist who was employed by an environmental testing laboratory at the
time that the laboratory was first accredited, provided that the accreditation date was on or before
December 31, 1994.

(e) A laboratory director, or his/her designee, shall be responsible for:
(1) All analytical and operational activities of the laboratory; and
(2) The accuracy and quality of all data reported by the laboratory.
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(f) A laboratory director shall assume the position of, or shall designate another person as,
the analytical specialist responsible for the use of each sophisticated laboratory instrument in the

laboratory.

(g) If a laboratory director leaves and is not replaced within 15 days by a person meeting the
laboratory director requirements in this section, a person or persons with lesser qualifications
may serve as a temporary director for a period not to exceed ninety days, provided that the
laboratory notifies ELAP, describing the qualifications of the temporary director and receives
written approval from ELAP. An additional extension of no more than ninety days beyond the
original 90-day period may be granted by ELAP, provided the laboratory can document that its
good-faith efforts to recruit a qualified director were unsuccessful for reasons beyond its control.

§64815. Notification, Reporting, and Records Retention.
(a) Laboratories certified for FoAs 101, 102, 103, 104, 105 and/or 106 shall conform to the
following reporting and notification requirements.

(1) Laboratories reporting bacterial quality results as required by Title 22, California
Code of Regulations, Section 64423.1 shall submit a bacterial monitoring report including
information required in Title 22, California Code of Regulations, Sections 64423.1(c)(2) and
(c)(3) directly to the Department.

(2) The laboratory shall notify a water supplier's designated contact person as soon as
possible, but within 24 hours, and record the method and time of notification or attempted
notification, whenever any of the following occur:

(A) The presence of total coliforms, fecal coliforms, or Escherichia coli (E. coli) is

confirmed.

(B) A bacterial sample is invalidated due to an interference as defined in Title 22,
California Code of Regulations, Section 64425(b).

(C) A nitrate sample exceeds the MCL.

(3) If the laboratory is unable to make direct contact with the supplier's designated
contact person within 24 hours, pursuant to subparagraphs (2)(A) or (C), the laboratory shall
immediately notify the Department and provide a written record of the time and method of
attempted contacts.

(4) All analytical results conducted pursuant to Title 22, California Code of
Regulations, Chapter 15, Domestic Water Quality and Monitoring, shall be reported directly to
the Department electronically using the Electronic Deliverable Format as defined in The
Electronic Deliverable Format [EDF] Version 1.2i Guidelines & Restrictions dated April 2001
and Data Dictionary dated April 2001, by the 10th day of the month following the month in
which the analyses were completed.

(5) Whenever a laboratory is requested by a water supplier, pursuant to Title 22,
California Code of Regulations, Section 64425(a)(2), to submit evidence invalidating a sample
due to laboratory error, the laboratory shall provide the supplier with information which shall
include:

(A) A letter from the Laboratory Director to the water supplier agreeing to the
invalidation request by reason of laboratory accident or error;
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(B) Complete sample identification, laboratory sample log number (if used), date
and time of collection, date and time of receipt by the laboratory, date and time of analysis for
the sample(s) in question;

(C) Complete description of the error alleged to have invalidated the result(s);

(D) Copies of all analytical, operating, and quality assurance records pertaining to
the incident in question; and

(E) Any observations noted by laboratory personnel when receiving and analyzing
the sample(s) in question.

(b) Laboratories certified for FoAs 122 and 123 shall verify the identity and quantity of a
pesticide residue before reporting the results.

(¢) In any arrangements between laboratories involving the transfer of samples, or portions
of samples, the laboratory issuing the report of analyses shall include the original of any report(s)
(or copy of the original) prepared by all other laboratories who are party to the agreement.

(d) Each laboratory shall maintain comprehensive records of all laboratory activities,
including original observations, calculations and derived data, calibration records and copies of
test reports for a minimum of five (5) years
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